Bronchopericardial fistula after placement of an automatic implantable cardioverter defibrillator: radiographic and CT findings.
We describe our experience with bronchopericardial fistula as a complication of infection in patients who have undergone placement of automatic implantable cardioverter defibrillator systems. Bronchopericardial fistula should be suspected in patients who present with hemoptysis and who have undergone placement of an automatic implantable cardioverter defibrillator using pericardial or epicardial defibrillator patches. Air between a defibrillator patch and the heart on chest radiographs or CT is diagnostic.